safe and efficient, simple, and speedy to perform, and would not demand expensive or elaborate equipment: our attention, therefore, was concentrated on those methods based on respiratory stimulation. Previous work on the alpha-lobeline and papaverine tests did not suggest that they were likely to be satisfactory, so we were left with a choice between the cyanide and theophyllineethylenediamine methods-neither of which had been given an extensive trial in this country. Since the cyanides are such notorious poisons, it seemed unwise to use one of them for intravenous injection in a routine test while there was a reasonable alternative. It was decided then, to select theophylline-ethylenediamine, which had the additional advantage of being available commercially in sterile solution in convenient ampoules.
As has been stated, Koster and Sarnoff tried their new method in a relatively small number of normal cases only; it was necessary, therefore, before adopting the test for routine use, to give it a thorough trial in a larger number of normal subjects and in others suffering from those disorders that are known to affect the blood circulation time.
CLINICAL TRIALS OF THE THEOPHYLLINE-ETHYLENEDIAMINE TEST In this investigation, theophylline-ethylenediamine solution was used in the form of the proprietary cardophylin, which is available in ampoules of 2-0 ml., containing 0-48 g. of the drug: since the dose is 1 0 ml., an ampoule is often sufficient for two tests.
The syringe is charged, a tourniquet is applied to the right upper arm of the recumbent patient and an antecubital vein is entered; the tourniquet is released and, after a delay of a few seconds for the readjustment of the venous blood-flow, the syringe plunger and stopwatch cap are pressed simultaneously. The watch is stopped whenever the end-point occurs.
In order to avoid discrepancies, a 10 ml. syringe was always used, with a gauge 1 needle, for these make it possible for the 1 ml. of solution to be injected very rapidly, and since the piston stroke is only about 0*5 cm. the syringe is easy to control. After some practice, the investigator finds no difficulty in manipulating the syringe with his right hand and the stop-watch with his left, but an assistant may take the watch.
THE CIRCULATION-TIME IN NORMAL SUBJECTS
In this part of the trial, the routine test was performed on 150 subjects who were normal in that they did not suffer from diseases of the heart, of the blood, or of metabolism: they were typical adult hospital patients, of all ages, from the wards and out-patient clinics. The results (summarized in Table I ) ranged from 6-8 to 22-0 seconds, with a mean of 12-1 and a standard deviation of 2-3 seconds. In order to find if the circulation-time is reasonably constant in the same subject, duplicate measurements were made in a further group of 50 normal subjects. Although maximum accuracy could be obtained only by performing each test under strictly basal conditions, these are unobtainable in general practice, hence the tests were made under normal ward conditions, with an interval of several days between the two. The results, which appear in Table I , show that the differences between first and second measurements range from 0 to 2-6 seconds, with a mean difference of I 1 seconds.
In the 250 tests on 200 normal subjects there was no evidence of any constant relation between blood circulation-time and the subject's age, weight, pulse rate, or blood pressure: these details, are omitted from the tables for the sake of simplicity.
Although the end-point is usually a sharp, deep inspiration amounting to a gasp, this may be preceded by a swallowing movement, a sudden change in facial expression denoting anxiety, or a catch in the breath during expiration. There is a temptation to wait for the dramatic gasp, but since it does not occur in a small percentage of tests, the first observable change should be regarded as the definite end-point (see Table II ). In no case was there any dangerous reaction, but most subjects spoke of a feeling of warmth over the face and of a light-headedness lasting for about half a minute: these side-effects were more prominent in excitable subjects, usually women, and in 8 cases-all confirmed psychoneurotics-they produced a violent emotional upset, with weeping, trembling, and tachycardia. Local reactions occurred only in the very few cases in which there was some leakage of the solution round the vein: this caused severe pain at the site of the leakage but was not followed by necrosis or thrombosis.
CIRCULATION-TIME IN THYRoToxIcOsIs These measurements were made under normal ward conditions, and the results of 33 tests in 21 cases are shown diagrammatically in Fig. 1 and in Table III. Of 18 tests in these cases of hyperthyroidism, which had not been treated in any way, the circulation-time measurement ranged from 5-6 to 13-6 seconds, with a mean of 7-1 seconds. In the cases under treatment by thiouracil, or its derivatives, the measurements were appreciably higher, and successive tests showed that clinical improvement was paralleled by a rise in the circulationtime.
CIRCULATION-TIME IN DISORDERS OF THE BLOOD
The results of 41 tests in 29 cases of anemia and two cases of polycythemia are shown in Fig. 1 and in Table III .
Comparison with blood count figures showed that the circulation-time was roughly parallel to the hlmoglobin level, and successive tests confirmed that an increase in that level was usually accompanied by an increase in the circulation-time.
CIRCULATION-TIME IN CARDIOVASCULAR DISEASE In this series, 108 tests were performed in 85 cases, which were grouped as follows;
(1) Hypertension uncomplicated by cardiac or renal failure-8 cases.
(2) Rheumatic carditis-7 cases. Table III , and groups (3) and (4) are represented in Fig. 1 . Successive tests in individual cases showed that deterioration or improvement in the clinical condition was accompanied by a corresponding rise or fall.
SUMMARY AND CONCLUSIONS
The commoner methods of blood circulation-time measurement have been reviewed, and the theophylline-ethylenediamine test was selected for clinical trial.
Extensive trials-involving 432 tests on 337 cases-are described and the results indicate that this method, which has the advantage of having an objective end-point, is safe, simple, and reliable, and eminently suitable for routine use.
In assessing the reliability of the test, the normal mean reading is almost identical with that of Fishberg's saccharin method-probably the most widely used of all-and duplicate readings correspond more closely than in the latter's series (Fishberg et al. 1933) , being within physiological limits as shown by Stewart (1921) . Satisfactory results were obtained from single and repeated tests in patients with anxmia, thyrotoxicosis, and cardiac failure.
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